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Food and Drug Administration, HHS § 868.1430 

is a photoelectric device used to meas-
ure, in vivo, the oxygen-carrying ca-
pacity of hemoglobin in blood to aid in 
determining the patient’s physiological 
status. 

(b) Classification. Class III (premarket 
approval). 

(c) Date PMA or notice of completion 
of PDP is required. A PMA or notice of 
completion of a PDP is required to be 
filed with the Food and Drug Adminis-
tration on or before September 21, 2004, 
for any indwelling blood 
oxyhemoglobin concentration analyzer 
that was in commercial distribution 
before May 28, 1976, or that has, on or 
before September 21, 2004, been found 
to be substantially equivalent to an in-
dwelling blood oxyhemoglobin con-
centration analyzer that was in com-
mercial distribution before May 28, 
1976. Any other indwelling blood 
oxyhemoglobin concentration analyzer 
shall have an approved PMA or de-
clared completed PDP in effect before 
being placed in commercial distribu-
tion. 

[47 FR 31142, July 16, 1982, as amended at 52 
FR 17735, May 11, 1987; 52 FR 22577, June 12, 
1987; 69 FR 34920, June 23, 2004] 

§ 868.1150 Indwelling blood carbon di-
oxide partial pressure (PCO2) ana-
lyzer. 

(a) Identification. An indwelling blood 
carbon dioxide partial pressure PCO2 
analyzer is a device that consists of a 
catheter-tip PCO2 transducer (e.g., PCO2 
electrode) and that is used to measure, 
in vivo, the partial pressure of carbon 
dioxide in blood to aid in determining 
the patient’s circulatory, ventilatory, 
and metabolic status. 

(b) Classification. Class II (special 
controls). The special control for this 
device is FDA’s ‘‘Class II Special Con-
trols Guidance Document: Indwelling 
Blood Gas Analyzers; Final Guidance 
for Industry and FDA.’’ 

[47 FR 31142, July 16, 1982; 47 FR 40410, Sept. 
14, 1982, as amended at 52 FR 17735, May 11, 
1987; 66 FR 57368, Nov. 15, 2001] 

§ 868.1170 Indwelling blood hydrogen 
ion concentration (pH) analyzer. 

(a) Identification. An indwelling blood 
hydrogen ion concentration (pH) ana-
lyzer is a device that consists of a cath-
eter-tip pH electrode and that is used 

to measure, in vivo, the hydrogen ion 
concentration (pH) in blood to aid in 
determining the patient’s acid-base 
balance. 

(b) Classification. Class II (special 
controls). The special control for this 
device is FDA’s ‘‘Class II Special Con-
trols Guidance Document: Indwelling 
Blood Gas Analyzers; Final Guidance 
for Industry and FDA.’’ 

[47 FR 31142, July 16, 1982, as amended at 52 
FR 17735, May 11, 1987; 66 FR 57368, Nov. 15, 
2001] 

§ 868.1200 Indwelling blood oxygen 
partial pressure (PO2) analyzer. 

(a) Identification. An indwelling blood 
oxygen partial pressure (PO2) analyzer 
is a device that consists of a catheter- 
tip PO2 transducer (e.g., PO2 electrode) 
and that is used to measure, in vivo, 
the partial pressure of oxygen in blood 
to aid in determining the patient’s cir-
culatory, ventilatory, and metabolic 
status. 

(b) Classification. Class II (special 
controls). The special control for this 
device is FDA’s ‘‘Class II Special Con-
trols Guidance Document: Indwelling 
Blood Gas Analyzers; Final Guidance 
for Industry and FDA.’’ 

[47 FR 31142, July 16, 1982; 47 FR 40410, Sept. 
14, 1982, as amended at 52 FR 17735, May 11, 
1987; 66 FR 57368, Nov. 15, 2001] 

§ 868.1400 Carbon dioxide gas ana-
lyzer. 

(a) Identification. A carbon dioxide 
gas analyzer is a device intended to 
measure the concentration of carbon 
dioxide in a gas mixture to aid in de-
termining the patient’s ventilatory, 
circulatory, and metabolic status. The 
device may use techniques such as 
chemical titration, absorption of infra-
red radiation, gas chromatography, or 
mass spectrometry. 

(b) Classification. Class II (perform-
ance standards). 

§ 868.1430 Carbon monoxide gas ana-
lyzer. 

(a) Identification. A carbon monoxide 
gas analyzer is a device intended to 
measure the concentration of carbon 
monoxide in a gas mixture to aid in de-
termining the patient’s ventilatory 
status. The device may use techniques 
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